
• 

• .. , 

DIRECTIONS: 
1. Thermometer incl uded Inside holder. Holder contains Zephiran 

Chloride disinfecting sol utiOil. No other fl uld need be added. 

2. Before each use, shake thermometer to remove excess disln' 
fecting solution prior to inserting into patient's mouth. 

3. After use, return thermometer to disinfecting sol ution in holder 
and replace cover. 

4. This is a single patIent use ulermometer kit. 

I 5. Discard disinfecting solution and rinse holder with water upon 
I dismissal of patient. 
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CERTIFICATE OF [XAMINA liON 
We hereby certify that the enclosed Fever Thermometer was 

tested and compared with standards verified by 
U. S. Government Bureau of Standards. 
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