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APPENDIX VIII  

 

TEST METHODS AND MINIMUM LEVELS1 FOR GROUNDWATER SOURCES 

 

 

 

Parameters 

Minimum Levels (ug/l) and Test Methods 

 

CAS Numbers 

ICP/AES2 Methods 

200.7,3010A/6010C 

ICP/MS3,200.8, 

310A/6020A  

GFAA4 

Method 200.9, 

7010 

 

Notes 

Digestion Methods No. 

 

1. Antimony 7440360 10 ug/L 0.5 ug/L 3 ug/l 200 

2. Arsenic 7440382 20 ug/l 1.0 ug/L 3 ug/l 206.5 

3. Cadmium 7440439 10 ug/l 0.2 ug/L 0.5 ug/l 200 

4. Chromium  Total 7440473 15ug/l  1.0 ug/L 1 ug/l  200 

5. Chromium VI 18540299     

6. Copper 7440508 15 ug/l 0.5 ug/L 3 ug/l 200 

7. Lead 7439921 20 ug/l 0.2 ug/L 3 ug/l 200 

8. Mercury 7439976     

9. Nickel 7440020 20 ug/l 0.2 ug/L 5 ug/l 200 

10. Selenium 7782492 20 ug/l 2 ug/L 5 ug/l 200 

 

11. Silver 7740224 10 ug/l 0.2 ug/L 1 ug/l 200 

 

12. Zinc 7440666 15 ug/l 5 ug/L  200 

13. Iron 7439896 20 ug/L 50 ug/L  200 

14. Hardness     Approved  Part 136  Methods2 

15.Chloride 16887006    Approved  Part 136  Methods2 

16. pH     Approved  Part 136  Methods2 

 

1. Minimum Level (ML) is the lowest level at which the analytical system gives a recognizable signal and acceptable calibration point for the analyte. The ML 

represents the lowest concentration at which an analyte can be measured with a known level of confidence. 

2. Inductively Couple Plasmas/ Atomic (optical) emissions Spectrometry 

3. Inductively Couple Plasma/Mass Spectrometry 

4. Graphite Furnace Atomic Absorption 

5. Standard Method 


